Abstract-This paper is concerned with the design of viscosity sensors based on a torsional waveguide. The advantages of using guided wave attenuation instead of speed for viscosity estimation are established. The effects of probe material, dimensions, and operating frequency on viscosity measurement are discussed in the context of a requirement to match the measured attenuation to the range of viscosity values that are to be measured, given the constraints on measurability imposed by the overall signal and noise conditions. A prototype probe is shown to work well with Newtonian liquids but to appreciably underestimate the viscosities of polymeric oils; these anomalies are explained quantitatively on the basis of a model of intramolecular relaxation. The probe was unsuccessful when applied to slurries, and a basic explanation is given.
I. Introduction U ltrasonic guided wave probes can be used to measure viscosity and/or density in liquids [1] [2] [3] [4] [5] [6] [7] [8] [9] . They can be formed into robust instruments which are inexpensive enough to be disposable when applied to hazardous materials, or can be used on-line in a process. They have advantages over conventional rotating element rheometers which are delicate, expensive, and not suitable for operation in a process line. In operation, a rod, usually made of metal, is immersed in the liquid to be tested, Fig. 1 . Transducers excite guided waves at one end of the rod and these waves travel along the rod and are reflected back to the transducer either from the end of the rod or from an embedded discontinuity part way down. The echoes thus received are amplified and processed to extract the propagation velocity and/or the attenuation of the waves in the rod.
Both velocity and attenuation are affected by coupling between the motions of the rod surface associated with the propagating wave in the rod and motions in the liquid in contact with the rod. Under the common condition that phase speed within the rod is greater than the speed of viscous waves in the surrounding fluid, such coupling will cause radiation of energy into the fluid, reducing both speed and amplitude of the guided wave.
Thus, depending on the guided wave mode, either the attenuation or the velocity can be used to calculate the viscosity or the density of the surrounding liquid. The group velocity dispersion curves for guided waves in a free (in vacuo) carbon steel rod, calculated using the disperse software package [10] , are shown in Fig. 2 . For a rod of 1 mm diameter, there are three principal modes below 1.8 MHz: longitudinal l(0,1), torsional T(0,1), and flexural F(1,1). The wave-naming convention here is based on silk and Bainton [11] . The torsional mode is the most sensitive to viscosity and will form the basis of further discussion in this paper.
Measurements made with conventional rheometers and guided wave probes have been compared in several works. When testing cannon viscosity standards [12] with a guided wave probe operating in the 50 to 100 kHz range, Kim and Bau [4] , costley et al. [6] , and Vogt et al. [8] showed that the two techniques agreed well, although ai and lange [9] did not find good agreement in the higher frequency range of 300 to 400 kHz. similarly, shepard et al. [7] were unsuccessful in measuring Brookfield viscosity standards [13] in the frequency range 50 to 100 kHz, although they were successful in measuring the viscosities of automotive engine oils. simpler liquids such as glycerol/ water mixtures gave successful comparisons [7] , [8] . an example of high-temperature operation was demonstrated by costley et al. [6] who measured the viscosity of molten glass. Finally, shepard et al. [7] were unsuccessful in measuring the viscosity of slurry materials. It would thus appear that the guided wave viscosity probe can measure the viscosity of certain liquids but not others. The answer to this probably lies in the design of the probe and its operating protocol, the details of which were not discussed in any depth in the works cited so far.
In this paper, we address several basic but important issues associated with the design of guided wave viscosity probes. These are: choice of transduction system; the relative advantages of using attenuation or propagation velocity as the basis for viscosity calculation; the choice of waveguide material, diameter, and length; and choice of operating frequency. We then present a basic design study and a simple prototype probe for which we validate generation of the T(0,1) mode. successful operation is demonstrated on a range of relatively simple newtonian liquids. Tests on non-newtonian liquids highlight anomalies similar to those found in [7] and [9] and these are investigated and explained for a group of silicone oils of the type used as viscosity standards. The probe was not able to measure the viscosities of bulk slurries.
II. Theoretical Basis
We consider guided wave propagation in a solid cylindrical rod with a length much greater than its diameter. We assume that the properties of the fluid are stationary in time and space, that all deformations are small enough to maintain linear responses, that the waveguide is axisymmetrical, and that the zero-slip condition applies between the rod surface and the surrounding liquid. The rod has radius r, density ρ s , and shear modulus µ; it is embedded in a liquid of density ρ f and viscosity η. Kim and Bau [4] derived the following expressions for the attenuation and speed of the T(0,1) mode at angular frequency ω under these conditions:
It is clear from the previous section that either attenuation or velocity could be used for viscosity measurement. Velocity has been used in [4] and [7] and attenuation in [5] , [8] , and [9] . The choice between these two must lie in the relative sensitivity of errors in the viscosity calculation to errors in the raw attenuation or velocity data, combined with the technical difficulty of containing errors in the two raw measurements. Error propagation can be quantified by taking two differentials:
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The relative viscosity error thus depends on the viscosity being measured and the properties of the waveguide rod. let us assume that we require a relative viscosity error of no greater than 1% when using a waveguide of 1-mm-diameter carbon steel (see Table I ) embedded in a liquid of density equal that of olive oil (913 kg·m −3 ) and that we have a choice of operating frequencies in the range 50 to 800 kHz. Figs. 3 and 4 show the relative errors in attenuation and velocity that would be required to achieve 1% accuracy in viscosity over the range 0 to 2 Pa·s. We note that the required accuracy in attenuation at 2 Pa·s is of the order of 0.5%, being slightly greater at the lowest frequency. The required relative velocity error at 2 Pa·s varies between 1.1 × 10 −3 % and 4.3 × 10 −3 %, again increasing as frequency decreases. The velocity of T(0,1) is 3178 ms −1 ; if the length of the waveguide is 0.1 m, the traveling wave propagation time which is to be measured will be 62.9 μs, giving a limit to the timing error of 0.629 ns. Technically, it would be very difficult to achieve such accuracy in typical electronic systems, where the wave period is of the order of 1 μs or more. on the other hand, an error of 0.5% in an attenuation measurement is achievable, although not easily. We note here that measurements of attenuation are more sensitive to viscosity because the attenuation is dominated by the properties of the embedding fluid, whereas velocity is principally determined by the properties of the waveguide. We therefore conclude that measurements of attenuation are to be preferred over velocity as the basis for viscosity estimation with a torsional wave probe. The relationship between attenuation and viscosity is obtained by re-arranging (3) to get 
Eq. (9) is a second-order polynomial equation in η 1⁄2 and has two roots, one of which is complex. Taking the real root, the viscosity for a given attenuation, angular frequency, and density is given by (10), see next page. This explicit expression enables viscosity in a fluid of known density to be calculated at a given frequency from the measured attenuation of the fundamental torsional mode T(0,1) in a long, thin, solid rod of circular cross-section.
B. Choice of Transduction System
There are three ways to implement transducers for the excitation and reception of guided waves in the rod. Magnetostrictive devices have been used by Kim and Bau [4] , costley et al. [5] , shepard et al. [7] , and Vogt et al. [8] . such devices are relatively large and require that the probe rod, or a section of it, is formed of magnetostrictive material. This limits the choice of material and increases both cost and complexity of construction. EMaT devices have been used by ai and lange [9] ; they are relatively expensive and less sensitive than magnetostrictive devices. The third method is the piezoelectric shear plate, which has the significant advantages of low cost, small size, high sensitivity, and ease of mounting and probe construction. It is, therefore, our preferred means of transduction.
C. Waveguide Material
The sensitivity of torsional wave attenuation to viscosity depends on the material from which the waveguide is formed, through density and shear modulus. In Fig. 5 , we show attenuation versus viscosity calculated from (10) for the eight metals identified in Table I . It is clear from Fig. 5 that the lower-density and lower-shear-modulus materials exhibit the greatest sensitivity, particularly so in the case of aluminum. The choice of material should therefore be made taking account of both the range of viscosities to be measured and the value of attenuation that is measurable, a complex topic which will be discussed later.
D. Probe Diameter
The probe diameter affects sensitivity to viscosity, again through (10). We illustrate this for carbon steel rods of diameters 1 mm, 2 mm, and 3 mm operating at 600 kHz in Fig. 6 , from which it is clear that sensitivity increases rapidly as diameter is reduced. so, given a chosen material, the diameter should be set in relation to the expected viscosity values and the range of attenuation that is measurable, as before.
E. Probe Length
The length of the probe rod is determined by the combination of the physical requirements of the measuring system, such as accessibility, and the expected total measured loss, which is twice the product of the wave attenuation coefficient and the probe length, usually expressed in nepers or decibels. In any measurement, the attenuation is calculated from the frequency domain relationship:
where l is the probe length, and X cal (ω) and X(ω) are the frequency domain amplitudes of the received guided wave in vacuo and in the test liquid respectively. Kalashnikov and challis [14] have shown that errors caused by variance or bias in X(ω) map non-linearly into errors in α(ω). The optimum condition for minimum error in attenuation is when the total measured loss, 2l α(ω) is 1 np. at higher attenuations the errors worsen as X(ω) diminishes in relation to the system noise, and here the practical limit is a total measured loss of between 3 and 5 np. There is a lower limit to measurable loss which arises from the problem of discerning small changes in signals of relatively high amplitude, and this is shown in [14] to be around 0.5 np. The implication of this for probe design is that, for a given material, diameter, and operating frequency (discussed in the next section) the probe length should be such that the attenuation expected at the mid range of the viscosi- ties to be measured should give a total measured loss of around 1 np, with the further constraint that the range of expected viscosities should not bring about a measured loss outside of the range 0.5 to 5 np. notwithstanding these conditions, it may be necessary to employ a long probe for access reasons. If this were to lead to excessively high attenuation, then the problem can be overcome by immersing only part of the probe length into the liquid under test. There will be extra echoes from the discontinuity at the fluid surface, but these are generally of relatively low amplitude and easy to gate out. The small change in signal received from the distal end of the probe is generally insignificant. ai and lang [9] reported 4 to 6% change in reflection coefficient from the embedded distal end of the molybdenum probe with 1 cm diameter compared with the rod in air for liquids with viscosity of the order of 5000 Pa·s. However, this change is many times lower in magnitude for liquids with lower viscosities and rods with smaller diameters, as used in this study.
F. Operating Frequency
In principle, shearing piezoelectric transducers, if they are perfect, and if they are perfectly attached to the probe rod, should excite only a torsional mode. However, such perfection is difficult to achieve in practice and some energy will exist in non-torsional modes such as l(0,1) and F(1,1) in Fig. 2 , for example. It is therefore necessary that the frequency-diameter product be such that the required torsional mode travels at a speed that is significantly different from that of the unwanted modes to allow time gating of the torsional signal for further processing. referring to Fig. 2 , this would require an operating frequency well below 1 MHz for the 1-mm-diameter steel probe. If the diameter was doubled, this limit would be halved.
The sensitivity to viscosity increases with frequency, Fig. 7 , calculated from (3). although the effect of frequency on sensitivity is not particularly strong-36% increase in sensitivity for 300% increase in frequency-it may nevertheless be necessary to take it into account if the measurement conditions approach the limits of maximum or minimum measurable loss.
IV. design Examples

A. General Purpose Experimental Probe
The requirement was to support the experiments which are described later in this paper. The transducers were to be distanced from the test liquid by between 75 and 95 cm, the gauge length at the distal end of the probe being adjustable between 5 and 25 cm. Taking the maximum, optimum, and minimum values of measurable loss as 5, 1, and 0.5 np, respectively, these conditions gave a range of measurable attenuations between 1 and 50 np·m −1 with the optima between 2 and 10 np·m −1 . From Fig. 5 , for a 1-mm-diameter steel probe, these attenuations are equivalent to viscosities ranging from less than 0.1 Pa·s up to around 30 Pa·s at 600 kHz. The detailed construction of this probe will be described in section V.
B. Compact Probe for Automotive Use
another example of the torsional waveguide probe application is to monitor the viscosity of automotive oils in engines. In this case, the probe must be compact and fully immersed in the liquid. The entire probe rod forms the gauge length; therefore, the length of the probe rod is crucial. The material of the probe should be selected so as to provide the maximum sensitivity for the required viscosity range, which for automotive oils is normally between 0.1 and 1 Pa·s. For example, choosing aluminum as the probe rod material for a 1-mm-diameter probe we have a range of attenuation between 6.4 and 20.9 np·m −1 (Fig.  5) . Taking the maximum, optimum, and minimum values of measurable loss as 5, 1, and 0.5 np, respectively, these conditions gave a range of gauge lengths with maxima between 12 and 39 cm, with minima between 1.2 and 3.9 cm and with optima between 2.4 and 7.8 cm. a single probe which is capable of measuring over the required viscosity range would have a length in the range 3.9 to 7.8 cm.
V. construction of Experimental Probe a set of six carbon steel probes have been built, Fig. 8 . The transducer devices were piezoelectric shear plates of PIc 255 material (PI ceramic gmbH, lederhose, germany) of dimensions 3.0 × 2.0 × 0.2 mm and poled so as to vibrate transversely. Their long faces have sputtered cuni electrodes. The shear plates are bonded to the rod using a conductive epoxy (cW2400, ITW chemtronics, Kennesaw, ga). To provide robustness, the whole assembly is encapsulated in general purpose epoxy polymer (double- Bubble, Bondmaster, Eastleigh, UK) contained within a short segment of PVc pipe. The general arrangement is shown in Fig. 9 .
VI. Validation of Wave Modes
The probe was mounted in air, with no fluid loading. a WaveMaker duet instrument (orrcam design ltd., london, UK) was used to excite the transducers with a zero integral pulse. The guided waves so generated travel to the far end of the rod and are reflected back to the transducers, where they are received by the same WaveMaker instrument and amplified by up to 40 dB. a digital oscilloscope (dso; 9314cM, lecroy corp., chestnut ridge, ny) was used to digitize the analog received signal; it communicated with a Pc by a gPIB interface (IEEE 488). The echoes received from the distal end of the rod were analyzed by the time-frequency spectrogram method [15] [16] [17] , which provides a means to separate multiple echoes in time, while at the same time displaying their frequency content. The received signal train is divided into windowed segments in the time domain, each of length 25.6 μs with 25.5-μs overlap. successive windowed records are transformed to the frequency domain by fast Fourier transform and then these functions are shown as a combination plot versus time. Fig. 10 shows the result for the 1-mm waveguide-the presence of T(0,1), l(0,1) and F(1,1) is clear, with l(0,1) and F(1,1) being of significantly lower intensity.
It is interesting to examine the fate of these modes when the probe is immersed. Fig 11 shows the equivalent spectrogram when the probe is immersed in water, and here we see that F(1,1) disappears, because it is antisymmetrical and such modes are extremely weak in an axisymmetrical waveguide excited by a symmetrical pair of transducers. However, l(0,1) is a symmetrical mode and remains strong on Fig. 11 . Thus, when a probe is being used to measure viscosity it will be necessary to window out the longitudinal mode but not the flexural one. as a preliminary test of the ability of the probe to detect the viscosity of an embedding liquid, we measured torsional wave attenuation when the probe was immersed in a solution consisting of 80% v/v golden syrup (Tate & lyle, london, UK) in water at nine frequencies in the range 525 to 725 kHz. For each measurement, viscosity was calculated from (10) and the average of these viscosities was used in (3) to calculate the expected attenuation versus frequency. The results are plotted in Fig. 12 , which shows reasonable agreement between the raw attenuation data and the calculated curve.
VII. Measurements on liquids
although a probe in use in a real application would operate at a single defined immersion depth, we have developed a system with which the immersion depth can be adjusted; it is based on [18] . The apparatus is shown on Fig. 13 . a graduated glass cylinder was used as a container for the test liquid and the waveguide inserted vertically from the top. The cylinder was set inside a water bath (sUB aqua 5l, grant Instruments ltd., cambridge, UK) which maintained the temperature of the test fluid in the range 20 to 24°c ± 1.5°c. The immersion depth was set by means of a supporting table whose height could be adjusted by a scissors screw jack. a thermocouple data logger (Tc-08, Pico Technology limited, st. neots, UK) with standard type-K thermocouples was used for temperature measurements. To measure the guided wave attenuation in the rod, the immersion depth was successively increased and the echo signals from the end of the rod were recorded for each depth. These diminish in amplitude as the immersion depth is increased because of the attenuating effect of the surrounding liquid. at each depth, x, the recorded time-domain signal s(x, t) is transformed into the frequency domain by fast Fourier transform. Ten-cycle tone-burst signals were used at different frequencies in the range 525 to 725 kHz, and the received signals were digitized at 50 MHz. Frequency-domain signal amplitudes at any frequency, S(x, f ), can be processed in several different ways to compute the guided wave attenuation coefficient. The simplest option is to take two immersion depths x 1 < x 2 and calculate the attenuation coefficient using the frequency domain signals at these depths. Thus,
.
The calculated attenuation coefficient is used to determine the viscosity using (10). The immersion depth was set so as to bring the measured loss as close as possible to 1 np. In the viscosity calculations, the density of both the waveguide and the liquid are assumed to be known. The variation in the attenuation measurements, calculated as a standard deviation over eight recordings, is around ±0.5%. The density of the test liquid is measured by determining the weight of a known volume of liquid to an accuracy of ±1%. The uncertainty in the measured temperature is ±1.5°c, within the specification of the K-type thermocouple used. all measurements were performed at temperatures between 20 and 24°c.
Viscosity measurements with the guided wave probe were done at 25-kHz intervals in the range 550 to 725 kHz, giving eight readings in all. The standard deviations of each group of eight readings were less than or equal to 3.8%. The mean of each group of eight readings was taken as the measured viscosity. For each test liquid, reference measurements were done for comparison purposes using a conventional rotating element rheometer operating in steady shear mode (Physica Mcr 301, anton Paar gmbH, graz, austria) with cone and plane (spindle: cP-50) for the liquids and starch stirrer and cup (spindle: sT-24) for slurries. The maximum error associated with this system is ±2%. a total of 31 measurements were made on each liquid at shear rates ranging from 0 to 1000 s −1 . over all tests, these data exhibited maximum standard deviations of 3% or less, indicating that dependence on shear rate was negligible for the liquids used. For each liquid, the value of viscosity used was the average of the 31 readings.
Various liquids were employed to compare viscosity measurements using the torsional waveguide probe with those from the conventional rheometer. They included sunflower oil and olive oil, castor oil, glycerol/water mixtures, golden syrup/water mixtures, automotive engine and gearbox oils, and silicone oils which are often used as viscosity standards. In addition, slurries made of mixtures of two different magnesium hydroxides with particle diameters ranging from 0.055 μm to 2.36 mm with water or glycerol as the continuous phase were tested. The details of these materials are given in Table II .
The simpler liquids in Table II were expected to exhibit newtonian behavior. The silicone oils and the engine and gear oils were expected to exhibit non-newtonian behavior at higher frequencies and possibly at higher shear rates [19] [20] [21] [22] . The viscosity of slurries is also known to be shear-rate dependent and other effects are likely because of the high frequencies used in the torsional probe.
VIII. Experimental results: newtonian liquids
The densities and viscosities of the newtonian liquids measured by the two methods are summarized in Table  III . all viscosities obtained with the conventional rheometer were independent of shear rate. The two methods are compared graphically in Fig. 14 . The results show good agreement between the two methods, the differences ranging between 1.0% and 8.4%, except for water, which had an error of 33.3%.The reason for this is that the attenuation measured in water was very low (0.25 np·m −1 ) and below the lower measurable limit of 1 np·m −1 discussed earlier.
IX. Experimental results: non-newtonian liquids
The densities and viscosities of the non-newtonian liquids measured by the two methods are summarized in Table IV . The viscosities were measured over the same frequency range as before, but the individual values were not averaged because frequency-dependent behavior was expected. For comparison with the results from the conventional rheometer, the viscosity measured with the guided wave probe at 625 kHz was used. The results are given in Table IV and are shown graphically on Fig. 15 . It is clear that there are significant differences between the two sets of results-the values measured by the torsional waveguide probe differing by up to a factor of six from those measured by the conventional rheometer. This apparently anomalous behavior has been reported previously by shepard et al. [7] for silicone oils using a torsional wave speed method to measure viscosity; the authors did not offer any quantitative explanation for their unexpected results.
It is most likely that this anomalous behavior results from either the high operating frequency of the guided wave probe or the possibility of different shear rates associated with the two techniques. We estimate the shear rates associated with the guided wave probe to be around 5000 s −1 at 625 kHz for water (lower for more viscous liquids), of the same order as those associated with the conventional rheometer (up to 1000 s −1 ). It is therefore expected that it is the operating frequency and not the shear rate that affects the torsional probe measurements, and we investigate this here.
non-newtonian liquids under dynamic conditions can behave viscoelastically, the elastic contribution appearing through a complex and frequency dependent shear viscosity. The simplest theoretical formulation for such a material is the Maxwell model [23] , consisting of a series combination of a single viscous element and a single elastic element, giving a debye-type relaxation in the system, from which the frequency dependence of viscosity is
where τ is the relaxation time and η s is the asymptotic low-frequency viscosity.
For newtonian fluids, the characteristic relaxation time is significantly shorter than the period of the torsional oscillation, so that the measured viscosity remains relatively constant over a wide frequency interval. However, for the automotive and silicone oils measured in our study, the relaxation times are likely to be much longer and the corresponding relaxation frequency will be commensurable with the torsional probe frequency; the viscosity will fall as frequency increases. It is also worth noting that entanglements between molecules increase the steady flow viscosity significantly, whereas they have little effect on dynamic viscosity at relatively high frequencies. Eq. (13) is the simplest model for the frequency-dependent viscosity of a viscoelastic fluid. Fig. 16 shows that this model does not predict the complex behavior of the oils we have used or those studied by shepard et al. [7] . Because these are long-chain polymers, it is appropriate to consider more complex models which account for, inter alia, distributions in molecular weight. a classic example here is the formulation of Barlow et al. [19] , which we have employed in this study.
Barlow's model considers the contribution of the many relaxation times occurring in a long-chain polymer by summing over segments of differing lengths, resulting in a broad frequency response overall. For a mono-disperse polymer liquid, the polymer chain can be divided into N equal segments, each consisting of q monomer units, giving a viscosity [19] 
where n is the number of polymer molecules per volume and k is Boltzmann's constant. The term nkT can be replaced by ρsol w / RT M , where ρ sol is the solution density, M w is the weight-average molecular weight, R is the gas constant, and T is the absolute temperature. The summation commences with p = 1, corresponding to the whole molecule and continues up to p = N representing the shortest segment. The relaxation times reduce as the segments get shorter. Use of the rouse distribution for relaxation [24] gives relaxation times τ p of the pth mode of motion as
where τ′ is the effective relaxation time of the molecule, given by
where M n is the number average molecular weight, defined by Barlow et al. [19] as M M 
We have used this equation to calculate the expected frequency dependence for the viscosity of the silicone oils measured in our study. The static viscosity in the equation was taken to be that measured using the conventional rheometer (Table IV) . Because the molecular weight distribution of the silicone oils used in our measurements were not disclosed by the manufacturer and we were unable to obtain them, we applied a least-square fitting procedure for the number average molecular weight in (16) and (17), fitting the theoretical curve to the measured viscosity over the operating frequency range. The summation was carried out using N = 1000. The fitted results for the frequency dependent viscosity for the three silicone oils are compared with the experimental measurements using the torsional probe in Fig. 17 , and the results for the fitted molecular weights are shown in Table V . The results show excellent agreement between the model predictions, constrained by the measured steady-shear viscosity, and the experimental viscosity measurements with the torsional probe. The figure demonstrates that the torsional probe measurements are consistent with the steady-state rheometer measurements for these oils, but that the significant reduction in viscosity is due to viscoelastic relaxation effects in the polymer molecules. The fitted molecular . Viscosity measurements on 100-, 350-, and 1000-cst grade silicone oils using the torsional probe (symbols) superimposed on a curve predicted by the model of Barlow et al. [19] , (17) .
weights (Table V) are very similar to those quoted by Barlow et al. [19] , within an acceptable variation between samples.
X. Experimental results: slurries a similar set of experiments was performed on two sample slurries, identified at the bottom of Table II . The viscosity data obtained with the conventional rheometer was extremely variable because of the presence of large particles in the viscometer cup region. Figs. 18 and 19 illustrate these measurements for water-based and glycerolbased slurries at a shear rate of 50 s −1 over a period of 3 min. The viscosity values we have used were averages of the data taken at the longer times where the data appeared to be more stable.
The two slurry samples were also tested using the torsional waveguide probe with the same protocol as for the newtonian liquids. The average viscosities measured over the range of frequencies are shown in Table VI for each  sample. The results obtained from the torsional waveguide probe are several orders of magnitude lower than the values obtained by conventional rheometer, although these latter are not regarded as reliable. It is likely that the low readings from the waveguide probe resulted from the fact that the viscosity wave propagation distance in the liquid surrounding the rod was small in relation to the interparticle spacing. Hence, the probe is more sensitive to the continuous phase than it is to the whole mixture. similar behavior of a torsional probe used on slurries has been reported previously by shepard et al. [7] .
XI. discussion
The first part of this paper dealt with factors influencing the design of a torsional waveguide viscosity probe. It was shown that measurement of guided wave attenuation rather than propagation velocity was to be preferred as errors in viscosity estimation were likely to be smaller. The principal design factors were the range of viscosities to be measured and the probe sensitivity to these, taking account of the limits to the range of attenuation that is mea- surable. The probe sensitivity depends on the material from which it is made, its diameter, the depth to which it is immersed in the test liquid (the gauge length), and the operating frequency. The effects of all of these variables on probe operation can be analyzed through (3) and (10) . The large number of design variables implies that the process of design is likely to be iterative-the question is where to start. In a conventional engineering context, there will be constraints that may both guide and limit the design. notwithstanding cost, the principal constraint is likely to be probe length. The limits on measurable loss then translate into a range of attenuation coefficients for a given probe length. The operating frequency will be constrained to some extent by the availability of appropriate piezoelectric shear plates. There is likely to be a preferred device, and this sets the range within which the operating frequency will fall. The range of attenuation coefficients and frequency thus established, and the viscosity range requirement, then provide the basis for exploring the effects of different probe materials and thicknesses, taking into account the necessity of avoiding longitudinal and flexural modes in the rod (Fig. 2) . It is likely that several iterations will be required before a workable design is established, although there will remain the possibility that a given specification may not be achievable, as might be the case when low viscosity values are to be measured using a very short probe.
We have reported anomalous behavior in the measurement of the viscosity of various oils, as have previous authors, although without explanation. The viscosities of these materials when measured with the torsional wave probe appeared to be very much lower than the values obtained with a conventional rheometer. although the operating frequency was high, the amplitude of the torsional wave was low and the resulting shear rate in the surrounding liquid was commensurable with that of the rheometer. The behavior was thus likely to be the result of operating frequency on the intramolecular relaxation within the polymeric oils. The simple Maxwell model, (13) , did not match the experimental results. The more complex model of Barlow et al. [19] provided for a distribution of relaxation times, each depending on the length of an intramolecular segment. This model gave good agreement with viscosities measured with the torsional probe over the frequency band available for measurement: 525 to 725 kHz. although this range of frequencies was quite narrow, it covered a region in which the viscosities of two of the oils were changing quite rapidly with frequency. We regard this as conclusive evidence that the anomalous results reported in this paper and by previous authors were the result of intramolecular relaxations in the oils.
In the case of slurries, the viscosities measured by the guided wave probe were several orders of magnitude lower than those obtained by conventional rheometer, although data from the latter were quite variant because of the presence of particles between the rotating elements. It is likely that the low values were closer to the continuous phase because the inter-particle spacing in the slurry was significantly greater than the propagation distance of the viscosity wave in the continuous phase, which is of the order of one wavelength.
XII. conclusions
The factors influencing the design of a torsional waveguide viscosity probe have been established and a prototype device was shown to work well when applied to newtonian fluids. lower-than-expected viscosities were measured in polymeric fluids whose behavior was nonnewtonian, and this effect has been explained on the basis of intramolecular relaxations. The probe was not sensitive to the viscosity of bulk slurries, and this will form the subject of a future publication. references
